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Temperature reported by the nude RTD attached to the material lock elevator while 
in liquid argon.  The total travel of the elevator was divided into 10 steps and the 
elevator paused at each position for a few minutes.  The observed temperature 
difference in liquid is 0.1 K which is the resolution of the measurement. 

Upward translation thru liquid 


